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Abstract—Average absorption cross-section can be measured 

in a reverberation chamber with an uncertainty estimated from 

the number of independent samples of the chamber transfer 

function taken during the measurement. However the current 

uncertainty model does not account the loading effect of the 

object being measured or the presence of non-stochastic energy 

in the chamber, as characterized by the Rician K-factor. Here the 

uncertainty model for the absorption cross-section measurements 

has been extended to include both of these effects for the case of 

stepped mechanical tuning with a paddle and frequency tuning.  

The extended uncertainty formula has been applied to predicting 

the range over which absorption cross-section measurements can 

be made with a defined relative uncertainty in a chamber of 

given geometry, using both simple models for the reverberation 

chamber and the measured quality-factor and K-factor. The 

model has been validated using measurements on a set of 

absorbing cubes of different sizes compared to Mie Series 

calculation on sphere of equivalent surface area. The extended 

error model is particularly utile for the design of reverberation 

chambers and experiments for absorption cross-section 

measurements across a wide range of application areas. 

 
Index Terms— absorption cross-section, reverberation 

chamber, Rician K-factor, uncertainty analysis. 

I. INTRODUCTION 

The electromagnetic absorption cross-section (ACS) of an 

object, averaged over angles and electromagnetic field 

polarizations, can be determined in a reverberation chamber 

by measuring the average power transmission between two 

antennas with and without the object-under-test (OUT) present 

in the chamber [1][2][3]. The measurement operates by 

averaging the transmission between the antennas over an 

ensemble of independent field configurations obtained by 

tuning the cavity modes. Such average quantities are denoted 

by 〈… 〉. The tuning randomizes the multiple reflections in the 

chamber and results in a statistically well-defined average 

field at any point. The average ACS is defined as the ratio of 

the average power absorbed by the OUT, 〈𝑃a〉, to the average 

power density, 〈𝑆〉,  incident upon it: 
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〈𝜎a〉 = 〈𝑃a〉〈𝑆〉 . (1) 

The ability to accurately measure the average ACS of an 

object is useful in many application areas. In the realm of 

electromagnetic compatibility the power absorbed by objects 

inside shielding enclosures has a direct impact on the internal 

electromagnetic environment in which electronic circuits are 

housed and therefore on the susceptibility of the system to 

electromagnetic interference. This applies both at the scale of 

equipment enclosures and at the scale of large systems such as 

whole aircraft [4]. Average ACS is directly related to the 

average reflection coefficient of an object’s surface and 
therefore to the material’s electrical parameters. Measurement 
of ACS is therefore also useful for material characterization, 

particularly at high frequencies [2][5]. ACS is also very 

closely related to average whole-body specific absorption rate 

and has therefore recently been applied to the determination of 

human exposure to electromagnetic fields in diffuse 

environments [6][7]. 

Measurement of ACS in reverberation chambers was 

introduced by Carlberg et al [1]. The method follows directly 

from Hill’s founding work on reverberant environments and 

has been developed by other authors in different application 

areas [8][2][3]. The statistical uncertainty in the ACS 

measurement approach was first analyzed by Carlberg et al, 

using a simple model based on a fixed number of independent 

samples of the field taken during the measurement [1]. This 

model is useful for estimating the uncertainty of the ACS of 

relatively low-loss objects (which cause a low perturbation of 

the chamber loading) in a reverberation chamber with 

negligible non-stochastic fields. When faced with designing an 

experiment to measure ACS over a large dynamic range in 

real chambers with significant non-stochastic fields a more 

accurate uncertainty model is desirable. Remley et al have 

recently developed an uncertainty model for the power 

transfer function in the chamber incorporating the non-

stochastic fields [9]. In this paper we extend the ACS 

uncertainty model to account for chamber loading and non-

stochastic effects when stepped mechanical tuning and 

frequency tuning are used, allowing more reliable chamber 

and experimental design for a required ACS measurement 

range. 

This paper is organized as follows: In Section II we briefly 

review the theory of ACS measurement in a reverberation 

chamber. We then go on to develop a generalized uncertainty 
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model for the measurement in Section III. A set of validation 

objects are described in Section IV, which were measured 

using the methodology summarized in Section V. We present 

results from the uncertainty model and measurements in 

Section VI and finally conclude in Section VII.      

II. ACS MEASUREMENT THEORY 

The average power transfer function between two antennas 

in a reverberation chamber, denoted by 𝐺21, is related to the 

average total ACS of the chamber and its contents, 〈𝜎T𝑎〉, by 𝐺21 = 𝜂1T𝜂2T 𝜆28𝜋 1〈𝜎T𝑎〉 , (2) 

where 𝜂𝑖T are the total radiation efficiencies of the two 

antennas and  is the wavelength [1]. The power transfer 

function is typically determined from the scattering parameter 

between the two antenna ports as 𝐺21 = 〈|𝑆21|2〉. The total 

radiation efficiencies of the antennas are given by the products 

of the dissipative radiation efficiencies due to ohmic and 

dielectric losses on the antennas (𝜂𝑖rad) and the reflection 

mismatch factors (1 − |𝑆𝑖𝑖FS|2) of each antenna, where 𝑆𝑖𝑖FS 

denotes the free-space reflection coefficient of the antennas. If 

the radiation loss efficiencies are known to be close to unity it 

may be sufficient to approximate 𝜂𝑖T ≈ (1 − |𝑆𝑖𝑖FS|2) and 

account for the approximation in the systematic uncertainty 

estimate. The individual total antenna efficiencies can be 

determined using a three-antenna method in the reverberation 

chamber [10]. Note that the one and two antennas methods in 

[10] make assumptions about the back-scattering factor(s) at 

the antennas which may not be valid at high frequencies.  

Since average ACS is additive within the assumptions of 

the ideal reverberation chamber model the ACS of the object-

under-test (OUT), denoted by 〈𝜎OUTa 〉, can be determined from 

measurements of the average chamber power transmission 

factor with and without the object present in the chamber as 

long as everything else is left invariant. Denoting the power 

transfer functions of the loaded and unloaded chamber by 𝐺21loaded and  𝐺21unloaded respectively the ACS of the OUT is 

given by [1] 〈𝜎OUTa 〉 = 𝜆28𝜋 𝜂1T𝜂2T ( 1𝐺21loaded − 1𝐺21unloaded) . (3) 

III. UNCERTAINTY MODEL 

Carlberg et al deduced a formula for the 65 % confidence 

level relative uncertainty in the ACS measurement [1] ∆〈𝜎OUTa 〉〈𝜎OUTa 〉 ≝ 𝛼 = √2𝐿𝐿−1 Var[𝐺21]𝐺21 = √2𝐿𝐿−1 1√𝑁ind ,  (4) 

in terms of the number of uncorrelated samples of the field, 𝑁ind, taken during the measurement and the chamber loading 

factor, L, defined by 𝐿 ≝ 𝐺21unloaded𝐺21loaded = 1 + 〈𝜎OUTa 〉〈𝜎unloadeda 〉 ≥ 1. (5) 

Here Var[𝐺21] is the variance of the power transfer function 

and 〈𝜎unloadeda 〉 is the average absorption cross-section of the 

unloaded chamber. A simple model for the total ACS of the 

chamber, excluding the OUT is [8] 〈𝜎unloadeda 〉 = 4𝜋3𝜆 𝛿𝑠𝐴 + 𝜂1T 𝜆24𝜋 + 𝜂2T 𝜆28𝜋 , (6) 

where A is the total area of the chamber walls, 𝛿s =2 √𝜔𝜇0𝜎walls⁄  is the skin depth and 𝜎walls is the conductivity 

of the wall material (assumed to be non-magnetic),  is the 

angular frequency and 𝜇0 is the permeability of free-space. 

Equation (4) assumes that the number of independent 

samples is independent of the chamber loading and does not 

account for systematic errors due to the presence of non-

stochastic energy in the chamber. We therefore seek to 

generalize the formula to include these effects. We begin by 

applying the standard propagation of uncertainty formula (for 

uncorrelated uncertainties) to (3) obtaining 

𝛼 = 11 𝐺21loaded⁄ −1 𝐺21unloaded⁄ √Var[𝐺21loaded](𝐺21loaded)4 + Var[𝐺21unloaded](𝐺21unloaded)4  ,  

which using (5) can be reduced to 

𝛼 = 𝐿𝐿−1 √Var[𝐺21loaded](𝐺21loaded)2 + 1𝐿2 Var[𝐺21unloaded](𝐺21unloaded)2  . (7) 

For an ideal chamber the variances in the power transfer 

function are given by Var[𝐺21] = 𝐺212 𝑁ind⁄  [11]. Substituting 

this in the above we find 𝛼 = 𝐿𝐿−1 √ 1𝑁indloaded(𝐿) + 1𝐿2 1𝑁indunloaded , (8) 

where we have explicitly denoted the dependence of 𝑁indloaded 

on L. To obtain Carlberg et al’s formula we simple set 𝑁indloaded = 𝑁indunloaded = 𝑁ind in the above and assume that 〈𝜎OUTa 〉 ≪ 〈𝜎unloadeda 〉 so that 𝐿 ≈ 1. We now consider the 

generalization of the formula. 

A. Effect of chamber loading 

The number of independent samples of the field inside a 

reverberation chamber that are available from chambers and 

tuners of different sizes has been investigated by a number of 

authors including [12][13][14]. An estimate of the number of 

independent samples from mechanical tuning using a paddle 

of height hs and radius rs is given by [12] 

𝑁ind;MS = { 𝐶MS;large 〈𝑄〉𝑉s𝑉 𝑓 < 𝑓c;MS𝐶MS;small 𝜆〈𝑄〉𝑉s2 3⁄𝑉 𝑓 ≥ 𝑓c;MS   , (9) 

where 𝑉s = 𝜋𝑟s2ℎs is the effective paddle volume,  𝑓c;MS = 𝐶MS;small𝐶MS;large c0𝑉s−1 3⁄ , (10) c0 is the speed of light and 〈𝑄〉 is the total average quality 

factor of the chamber. The empirically derived stirring 

efficiency coefficients are taken as 𝐶MS;large = 0.5 and 𝐶MS;small = 2. The number of independent samples available 
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from frequency stirring over a bandwidth Δ𝑓FS can be 

estimated as [13] 𝑁ind;FS = 𝐶FS 〈𝑄〉Δ𝑓FS𝑓  , (11) 

where 𝐶FS ≈ 1. The overall number of independent samples is 

the product of the numbers for mechanical and frequency 

tuning: 𝑁ind = 𝑁ind;MS𝑁ind;FS . (12) 

Note that in this paper we do not consider source stirring. 

These studies show that, to first approximation, the number 

of independent samples available from both mechanical tuning 

and frequency tuning varies with the chamber total Q-factor 

and total ACS according to 𝑁ind ∝ 〈𝑄〉2 ∝ 1〈𝜎a〉2 . (13) 

Using this relationship the number of independent samples is 

found to vary with the chamber loading factor according to 𝑁indunloaded𝑁indloaded = (〈𝜎unloadeda 〉+〈𝜎OUTa 〉〈𝜎unloadeda 〉 )2 = 𝐿2. (14) 

Substituting this into (8) the relative uncertainty in the ACS 

can be written 𝛼 = 𝐿𝐿−1 √𝐿2 + 1𝐿2 √ 1𝑁indunloaded . (15) 

This formula can be rearranged to give a quartic polynomial 

equation for the loading factor 𝐿4 − 𝛼2𝑁indunloaded𝐿2 + 2𝛼2𝑁indunloaded𝐿 + 1 − 𝛼2𝑁indunloaded =0. (16) 

Introducing the scaled number of independent samples, �̃�2 = 𝛼2𝑁indunloaded, (17) 

this can be written more concisely as 𝐿4 − �̃�2𝐿2 + 2�̃�2𝐿 + 1 − �̃�2 = 0. (18) 

This equation determines the loading factors that give a 

relative uncertainty of  in the measured ACS of the OUT. 

The equation can be solved numerically and it is found that 

above a critical value of �̃�crit2 = 𝛼2𝑁ind;critunloaded = 16.9 there are 

two real solutions, Lmin(2𝑁indunloaded) and Lmax(2𝑁indunloaded), 

that determine the lower and upper bounds on L necessary for 

the relative uncertainty in the ACS to be less than . Below 

the critical value, �̃�2 < �̃�crit2 = 16.9, there is no real solution 

of the quartic and it is not possible to measure the ACS with a 

relative uncertainty of . At the critical point the loading 

factor is Lcrit = 2.1. The bounds on the loading factor as a 

function of �̃�2 are shown in Fig. 1. The minimum and 

maximum ACS that can be measured with relative uncertainty 

 are related to the minimum and maximum loading factors by 〈𝜎min max⁄a 〉 = 〈𝜎unloadeda 〉(𝐿min max⁄ − 1). (19) 

B. Effect of non-stochastic coupling 

So far we have assumed that the field in the chamber is 

completely randomized and homogenized by multiple 

reflections. Real reverberation chambers also have some non-

stochastic energy present. Formally, the chamber transmission 

factor (consider here to be the scattering parameter between 

the two antenna ports) can be decomposed into stochastic and 

non-stochastic parts, 𝑆21 = 𝑆21s + 𝑆21ns ,  where the vector 

average of the stochastic component 〈𝑆21s 〉 = 0 and hence 〈𝑆21〉 = 〈𝑆21ns〉. The preponderance of non-stochastic energy is 

then quantified by the Rician K-factor defined by [15] 𝐾 = |𝑆21ns|2〈|𝑆21s |2〉 = |〈𝑆21〉|2〈|𝑆21−〈𝑆21〉|2〉. (20) 

The K-factor is not an intrinsic property of the field in the 

chamber, but depends on the location and orientation of the 

antennas and other scattering objects within the chamber. 

Remley et al have developed a model for the uncertainty in 

the reverberation chamber power transfer function that 

includes the effect of non-stochastic fields [9]. For the case 

where there is no source position tuning and the correlation 

function between the paddle angles is negligible the variance 

in the power transfer function is shown to be Var[𝐺21]𝐺212 = 1𝑁ind + 𝑁ind−1𝑁ind ( 𝐾𝐾+1)2. (21) 

If 𝑁ind ≫ 1 and  𝐾 ≪ 1 the second term related to the K-

factor reduces to K
2
, showing that the whole of the non-

stochastic power is essentially regarded as an uncertainty in 

the power transfer function. Here we prefer to use this simpler 

approximation for the uncertainty contribution of the K-factor 

since it allows for a more straightforward calculation of the 

ACS uncertainty. Providing 𝑁ind ≥ 10 and 𝐾 ≤ 0.1 the 

difference between the relative uncertainty predicted by the 

simplified and full formulas is less than 1 %. We therefore add 

terms Var[𝐺21] 𝐺212⁄ = 𝐾2 for the both the loaded and 

unloaded chamber inside the surd in (8) to obtain 𝛼 = 𝐿𝐿−1 √ 1𝑁indloaded + 𝐾loaded2 + 1𝐿2 ( 1𝑁indunloaded + 𝐾unloaded2 )  . (22) 

Fig. 1.  Minimum and maximum chamber loading factor for ACS 

measurement with relative uncertainty less than as function of the number 

of independent samples scaled by 2. 
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This can be rearranged into 𝛼 = 𝐿𝐿 − 1 1√𝑁indunloaded ∙ 
√𝐿2 + 1𝐿2 + 𝑁indunloaded𝐾unloaded2 (𝐾r2 + 1𝐿2) , (23) 

where the relative K-factor is defined by 𝐾r ≝ 𝐾loaded𝐾unloaded. (24) 

The K-factor generally increases with chamber loading, as the 

diffuse energy density inside the chamber is reduced by 

absorption in the load. A simple estimate for the K-factor in a 

chamber containing two antennas is [15] 𝐾 = 32 𝑉𝜆〈𝑄〉 𝐷1𝐷2𝑟122 (�̂�1 ∙ �̂�2)2, (25) 

where V is the chamber volume, D1 and D2 are the directivities 

of the transmitting and receiving antennas, r12 is the separation 

of the antennas and (�̂�1 ∙ �̂�2)2 is the polarisation mismatch 

factor. In this model 𝐾 ∝ 1 〈𝑄〉 ∝ 〈𝜎a〉⁄  and the relative K-

factor  𝐾r = 〈𝜎unloadeda 〉+〈𝜎OUTa 〉〈𝜎unloadeda 〉 = 𝐿 (26) 

is numerically equal to the loading factor. Introducing this 

relationship into (23) we find that the uncertainty equation has 

same form as for the case without K-factor with the 

replacement 𝛼2𝑁indunloaded → 𝛼2𝑁indunloaded1+𝑁indunloaded𝐾unloaded2 ≝ �̃�21+𝐾unloaded2 . (27) 

Here we have introduced the scaled unloaded K-factor 𝐾unloaded2 = 𝑁indunloaded𝐾unloaded2  . (28) 

Equation (26) is often found to overestimate the increase in K-

factor with loading in realistic ACS measurement 

configurations [16]. A more general parametric model for the 

relative K-factor can be defined by 𝐾r = 1 + 𝑏(𝐿 − 1) = 1 + 𝑏 〈𝜎𝑂UTa 〉〈𝜎unloadeda 〉 , (29) 

where 0 ≤ 𝑏 ≤ 1 is, for now, an empirically determined 

coefficient. When 𝑏 = 0 the K-factor is independent of the 

chamber loading (𝐾r = 1), while if 𝑏 = 1 we recover the 

simpler model in (26). This model is supported by the results 

in [16], which show that 𝐾r − 1 ∝ 〈𝜎OUTa 〉. Substituting this 

into (8) we find, after some straightforward algebra, a 

modified quartic equation for the loading factor:   (1 + 𝑏2𝐾unloaded2 )𝐿4 + 2𝑏(1 − 𝑏)𝐾unloaded2 𝐿3 +(𝐾unloaded2 − 2𝑏𝐾unloaded2 + 𝑏2𝐾unloaded2 − �̃�2)𝐿2 + 2�̃�2𝐿 +1 + 𝐾unloaded2 − �̃�2 = 0. (30) 

This quartic reduces to (18) in the case 𝑏 = 0 and 𝐾unloaded =0. The loading factor for a given relative uncertainty now 

depends on three parameters 𝐿 = 𝐿(�̃�2, 𝐾unloaded2 , 𝑏) =𝐿(𝛼2𝑁indunloaded, 𝐾unloaded2 𝑁indunloaded, 𝑏). The bounds on the 

loading factor as a function of the unloaded K-factor for 

b = 2/5 (anticipating the measurement results in Section VI) 

are shown in Fig. 2. As the unloaded K-factor increases the 

critical point moves to higher values of �̃�2 and the range of 

loading factors between the bounds reduces. As a guideline we 

find that an unloaded K-factor of about -10 dB represents the 

level of non-stochastic energy in the chamber at which the 

ability to measure ACS accurately starts to become seriously 

compromised. 

IV. VALIDATION OBJECTS 

In order to validate the uncertainty model, the ACSs of a 

family of different sized cubes constructed from radio 

absorbing material (RAM) were measured from 1 to 20 GHz. 

The properties of the cubes are defined in Table I. Each cube 

is identified by its side length in millimeters. The cubes were 

fabricated from commercially available carbon loaded 

Fig. 2.  Bounds on the chamber loading factor for an ACS measurement with 

relative uncertainty less than as function of the number of independent 

samples and unloaded K-factor with b = 2/5. 

 

Fig. 3.  Complex permittivity of the RAM used to fabricate the cubes, 

comparing the manufacturer’s data to a third order Debye model. 
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polyurethane foam RAM [17]. A three-pole Debye dispersion 

relationship 𝜀�̂� = 𝜀∞ + ∑ ∆𝜀𝑘1+𝑗𝜔𝜏𝑘3𝑘=1 + 𝜎DC𝑗𝜔𝜀0 , (31) 

was fitted to the manufacturer’s complex permittivity data 
using a genetic algorithm. The parameters obtained were 𝜀∞ = 1.1725, 1 =1.04×10

-3
, 2 = 17.9, 3 = 0.490, 1 = 

55.3 ms, 2 = 0.188 ns, 3 = 6.20 ps and DC = 0.1 mS/m. The 

fitted complex permittivity is shown in Fig. 3, compared to the 

manufacturer’s original data. 
The ACS of each cube was predicted from a Mie Series 

solution for a sphere of the same surface area using the Debye 

model for the material permittivity [18]. The equivalent sphere 

radii are given in Table I. The ACSs predicted by the Mie 

Series are shown in Fig. 4; at the highest frequencies 

considered they span a two-decade range of ACS from about 

2×10
-4

 m
2
 to 2×10

-2
 m

2
. For the smaller cubes the ACS falls at 

lower frequencies allowing the lower bound on the measurable 

ACS in the chamber to be probed. This behavior of the ACS is 

typical of most objects to which the measurement technique is 

applied. The working volume of the chamber used was not 

large enough to measure a cube with ACS near the upper 

bound on the measureable ACS. 

V. MEASUREMENT METHODOLOGY 

The RAM cubes were measured in a reverberation chamber 

with dimensions 0.6 m × 0.7 m × 0.8 m. The configuration of 

the chamber is shown in Fig. 5. The chamber was tuned using 

a mechanical paddle with height 0.30 m and radius 0.26 m and 

also by frequency tuning over a bandwidth of 100 MHz. The 

motor driving the paddle was powered from an external power 

supply unit (PSU) and controlled via a serial data-link. Both 

the power and data-link were made through multi-core 

shielded cables through a bulkhead connector in the chamber 

wall. 

Two folded monopole antennas of length 40 mm and a 

vector network analyzer (VNA) were used to measure the 

chamber power transfer function. The two antennas were cross 

polarized and both were approximately 125 mm from the 

chamber wall. The dissipative radiation efficiencies of the 

monopoles were estimated from a circuit model and found to 

be greater than 0.97 over the measurement frequency range; 

they were therefore assumed to be unity [19]. 

The RAM cubes were placed on a rectangular expanded 

polystyrene base suspended above the paddle using expanded 

polystyrene mounts fixed to the side of the chamber wall. The 

parameters used for the ACS measurements are given in 

Table II. A full two-port calibration was carried out at the 

reference planes defined by the dashed lines in Fig 5. 

Fig. 4.  ACS of the RAM cubes predicted by the Mie Series calculation for 

spheres of equivalent surface area. 

TABLE II 

MEASUREMENT PARAMETERS 

Parameter Symbol Value 

Start frequency fstart 1 GHz 
Stop frequency fstop 20 GHz 

Number of points Nf 10,001 

Frequency resolution f 1.9 MHz 

Sweep time Tsweep 2.7 s 

Number of paddle positions NMS 100 

Frequency tuning bandwidth fFS 100 MHz 

 

 
 

Fig. 5.  Configuration of the reverberation chamber for the ACS 

measurements. 

TABLE I 

PROPERTIES OF THE RAM CUBES 

Side Length (mm) Equivalent sphere radius (mm) 

10 6.9 
18 12.4 

35 24.9 

55 38.0 
73 50.4 

110 76.0 
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VI. RESULTS 

The measured Q-factor and K-factor of the unloaded 

chamber are shown in Fig. 6. The theoretical contributions of 

the antenna and wall losses to the Q-factor are also shown. 

The wall contribution was estimated by fitting the high 

frequency ACS of the chamber to the model in (6); an 

effective conductivity of 0.35 MS/m gave the best least-

squares fit to the measured data. The antennas are the 

dominant loss mechanism below 2 GHz and have a significant 

effect up to 7 GHz. The measured K-factor is compared to the 

prediction of the model in (24) taking indicative directivities 

of 3.3 (the theoretical quarter-wave directivities, 

corresponding to a frequency of 2 GHz) for the two monopole 

antennas. The actual directives are both frequency and 

geometry dependent and also depend on scattering from the 

tuning paddle. 

The measured relative K-factors of the chamber loaded with 

the different sized RAM cubes are shown in Fig. 7 as a 

function of the chamber loading factor for a number of 

frequencies. The results are consistent with the single 

parameter model proposed in (29) with b ≈ 2/5, though the 

parameter does vary a little with frequency. Significantly, we 

see that taking b = 1 overestimates the increase in the K-factor 

with the chamber loading factor. 

If the K-factor is taken to be negligible then the estimated 

bounds on the ACS for relative uncertainties of 1/3, 1/6 and 

1/10 are shown in Fig. 8. This prediction uses the solution 

of (18) and the empirical models (9) and (10) to estimate the 

number of independent samples in the chamber. Above 1 GHz 

the 1/3 relative uncertainty range spans over two-decades; 

however, the location of the range varies as a function of 

frequency. Below 1 GHz the uncertainty bounds rapidly come 

together. 

Including a loading independent K-factor (b = 0) in the 

uncertainty model using (30) results in the 1/3 relative 

uncertainty bounds shown in Fig. 9. As the K-factor increases 

the uncertainty bounds close in on each other and the critical 

point moves higher in frequency. Notably, the lower bounds 

are more strongly affected than the upper bound. With a K-

factor of -6 dB the usable measurement range is very limited. 

Fig. 6.  Q-factor (top) and K-factor (bottom) of the unloaded chamber 
showing the measurement results compared to a semi-empirical model fitted 

to the measured data (using an effective wall conductivity of 0.35 MS/m). 

 

Fig. 7.  Measured relative K-factor of the six RAM cubes in five different 
frequency bands as a function of the chamber loading factor. The simple 

parametric model with b = 2/5 provides a good estimate of the behavior. 

 

Fig. 8.  Estimated boundaries on the ACS of an object for a relative 

uncertainty of  = 1/3, 1/6 and 1/10 using the semi-empirical model for the 
chamber Q-factor and taking K = 0. 
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Fig. 10 shows the effect on the 1/3 relative uncertainty bounds 

of allowing the K-factor to vary with the chamber loading 

using b = 2/5. As expected, the uncertainty bounds now close 

in more rapidly with increasing unloaded K-factors. For an 

unloaded K-factor greater than -8 dB the 1/3 relative 

uncertainty bounds collapse into each other completely, 

indicating that the ACS cannot be measured with less than 1/3 

relative uncertainty. 

The measured Q-factor and unloaded K-factor of the 

chamber can be included directly in the uncertainty model 

(with b = 2/5) producing the uncertainty bounds shown in 

Fig. 11. In this case the number of independent samples has 

been constrained to that actually obtained in the measurement, 

rather than the maximum number available based on (9) 

and (10). These bounds are somewhat different to those 

predicted by the simple model of the chamber due to the 

difference between the measured and modeled Q-factor and 

K-factor displayed in Fig. 6. This result suggests that from a 

frequency of about 3 GHz upwards, ACS measurements can 

 
Fig. 9. Estimated boundaries on the ACS of an object for a relative 

uncertainty of  = 1/3 and various loading independent K-factors (b = 0)

using the semi-empirical model for the chamber Q-factor. 

 

Fig. 10.  Estimated boundaries on the ACS of an object for a relative 

uncertainty of  = 1/3 and various loading dependent K-factors, with b = 2/5,

using the semi-empirical model for the chamber Q-factor. 

 

Fig. 12.  Measured ACS of the RAM cubes (solid lines) compared to 

predictions by a Mie Series calculation for spheres of the same surface area 

(dashed lines). Corresponding lines are circles and labeled by the cube size. 

The = 1/3 relative uncertainty bounds on the ACS for the specific 

measurement parameters are shown as a thick solid lines. 

 
Fig. 11.Estimated boundaries on the ACS of an object for a relative 

uncertainty of  = 1/3, 1/6 and 1/10 (outer, central and inner boundaries 

respectively) using the measured unloaded Q-factor and K-factor and taking 
b = 2/5. The number of independent samples is limited to that taken in the 

measurement. 
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be made over a one decade range with a relative uncertainty of 

1/10 and over a two decade range with an uncertainty of 1/3. 

Below 3 GHz, and especially below 2 GHz, only lower 

accuracy can be achieved over a more limited range. In 

practice this chamber is limited to a lowest frequency of about 

2 GHz for ACS measurements. 

The measured ACSs of the RAM cubes are shown in 

Fig. 12 compared to the predictions of the Mie Series. The 1/3 

relative uncertainty bounds, determined using the measured Q-

factor and K-factor, are also shown. Very good agreement 

between the measurement and Mie Series calculations are 

obtained when the ACS is within the predicted uncertainty 

bounds. For the smaller cube the ACS falls below the lower 

bound and it can be observed that measurement and Mie 

Series results then diverge. 

VII. CONCLUSIONS 

We have presented an extended uncertainty model which 

predicts the range of ACS that can be measured within a 

reverberation chamber of specified geometry within a given 

uncertainty when stepped mechanical tuning and frequency 

tuning are used. This provides a practical method to design 

both reverberation chambers and experiments to achieve 

optimum accuracy in ACS measurements for a wide range of 

application including electromagnetic compatibility shielding 

measurements, human exposure assessment in diffuse 

environments and material characterization.  This has been 

achieved by extending Carlberg’s formula for the uncertainty 

in reverberation chamber ACS measurements to include the 

effects of both the chamber loading on the number of 

independent samples and non-stochastic fields as 

characterized by the K-factor. The uncertainty formula has 

been applied to predicting the range of ACS over which ACS 

measurements can be made with a defined relative uncertainty. 

The uncertainty model has been validated by measurements on 

a set of absorbing cubes with different sizes so that their ACSs 

probe the bounds of measurable ACS in the chamber used. 

We have shown that the presence of a non-negligible 

amount of non-stochastic energy in the chamber, quantified by 

a K-factor greater than about -12 dB, poses a significant 

hindrance to accurate ACS measurement. Remley et al have 

shown that source (position) tuning is effective at reducing the 

K-factor and therefore offers the prospect of improving the 

accuracy of ACS measurements in experiments where it is 

practical [9]. We have also demonstrated that it is difficult to 

achieve more than a two-decade range in measurable ACS 

within a single chamber and therefore there is a need to match 

the chamber to the range of ACS that is being measured.  
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